
UNITED STATES ENVIRONMENTAL PROTECTION AGENCY 

REGION 5 CI-HCAGO REGIONAL LABORATORY 

536 SOUTH CLARK STREET 

CHICAGO, ILLINOIS 60605 

Date: 	1216/20 n 

Subject: 	Review of Region 5 Data for Blue Island Phenols 

From: 	Jr'aOI CiS Awanya, Group Lead  rAer 
Region 5 Chicago Regional Laboratory 

To: 
	RCRA, LCD, US EPA Region 5 

77 West Jackson Boulevard 
Chicago, IL 60604 

The data being transmitted under this cover memo successfully passed CRL's internal data review procedures as documented in 
our current Quality Management Plan (QMP) and appropriate Standard Operating Procedures (SOPs). Please be aware that CRL 
does not perforin data validation which is based on your data quality objectives. This function must be performed independently of 
the laboratory generating the data. 

Results in this report represent only the samples analyzed. 

Please have the U.S. EPA Project Manager/Officer call the CRC, Sample Coordinator at (312) 353-0375 for any comments or 
questions. 

Attached are Resui.ts for: Blue Island Phenols 

REC 0 C 20fl 

 

Dat Management Coo cl&tor and Date Received 

0 6 2011 

Date Transmitted: 

Analyses included in this report: 

Ingnitability by flash point 
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Environmental Protection Agency Region 5 

Chicago Regional Laboratory 
536 South Clark Street, Chicago, IL 60605 

Phone:(312)353-8370 	Fax:(312)886-2591 

RCRA, LCD, US EPA Region 5 	 Project: Blue Island Phenols 

77 West Jackson Boulevard 	 Project Number: [none] 	 Reported: 
Chicago IL, 60604 	 Project Manager: Mike Beedle 	 Dec-06-11 14:57 

NAPJF ririlVE 
Phone (312)886-3682 

Francis A. Awanya 

General Infoniladon 

This revised narrative is for the transmittal of flash point analysis results repeated at higher temperatures. 
The test was initially performed at a lower temperature resulting in no observed flash. This occurred because of the 
way 60 deg C and 140 deg F appeared in the standard operating procedure (SOP) used. Changes will be made so 
that deg F is used exclusively since it is the SOP test equipment temperature unit. 

Upon receipt, the original sample was assigned laboratory number 1109008-07. The sample consists of an 
aqueous phase and oil phase. The aqueous phase was assigned laboratory number 1109008-08 and the oil phase 
was similarly assigned number 1109008-09. Flash point results are reported for each of the phase. Analysis 
performed on each phase was completed within the holding time. A flash was observed for the oily phase sample 
1109008-09. No flash was observed for aqueous phase sample 1109008-08. Other pertinent information is 
provided in the final analysis report. 

Sample ALpalysis and ResUpts 

The sample phases were analyzed for ignitability by flash point using CRL Standard Operating Procedure 
(CRLSOP) A1G048 Revision No: 2.1 (Reference SW846 Method 1020A). 

Quafity control 

All required quality control criteria for the laboratory, method, and system performance audits were 
evaluated and determined to be within the CRL's QC limits. 

Signature Fravvv-r) 4  .  atuci..).Tht  	, Date   1 24 /2-0 ii 

Ch/2,0  
Francis Awanya, Group Leader 
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Fero-  I o 2.40 
Francis Awanya, Group Leader 

Environmental Protection Agency Region 5 

Chicago Regional Laboratory 
536 South Clark Street, Chicago, IL 60605 

Phone:(312)353-8370 	Fax:(312)886-2591 

RCRA, LCD, US EPA Region 5 
	

Project: Blue Island Phenols 

77 West Jackson Boulevard 
	

Project Number: [none] 	 Reported: 

Chicago IL, 60604 
	

Project Manager: Mike Beedle 	 Dec-06-11 14:57 

ANALYTICAL REPORT FOR SAMPLES 

Sample ID 
	

Laboratory ID 	Matrix 	 Date Sampled 	Date Received 

BIP-7, 9008-07 aqueous phase 

BIP-7, 9008-07 oil phase 

1109008-08 Water Sep-13-11 11:17 Sep-13-11 15:11 

1109008-09 Soil Sep-13-11 11:17 Sep-13-11 15:11 

Ignitability, Flash Poh-tt, EPA, 1020A (modified) 

US EPA Region 5 Olden°, C'egional Laboratory 
13IP-7, 9008-09 aqueous phase (1109008-08) Water Sampled: Sep-1341 11:17 Received: Sep-13-11 15:11 

Analyte 
Flags / 

Result 	Qualifiers 
	

MDL 	Limit 	Units 	Dilution Batch Prepared Analyzed 

Iguitability by Flashpoint 
	

NF 
	

1.00 	1.00 	Degrees F 
	

1 
	

B110023 Oct-27-11 Nov-03-11 

131P-7, 9008-07 oil phase (1109008-09) Sod Sampled: Sep-13-11 i :17 Received: Sep-13-11 15:11 

Flags / 
Analyte 
	 Result 	Qualifiers 	MDL 	Limit 	Units 	Dilution Batch Prepared Analyzed 

1gnitability by Flashpoint 	 131 	 1.00 	1.00 	Degrees F 	1 	B110023 Oct-27-11 Nov-03-11 
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Environmental Proecon Agency  Region 5 

Chicago  RegkJ  ,abor t ry 
536 South Clark Street, Chicago, IL 60605 

Phone: (312)353-8370 	Fax: (312)886-2591 

RCRA, LCD, US EPA Region 5 
	

Project: Blue Island Phenols 

77 West Jackson Boulevard 
	

Project Number: [none] 
	

Reported: 

Chicago IL, 60604 
	

Project Manager: Mike Beedle 
	

Dec-06-11 14:57 

Notes and Bahaitions 

NF 	No Flash 

Not Detected 

NR 	Not Reported 

o6/2-011 
Francis Awanya, Group Leader 
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Items for 'Project Manager Review 

La bNumber 

1109008-08 

1109008-09 

B1 10023-DUP1 

Ana lysis 

Ingnitability by flash point 

Ingnitability by flash point 

Ingnitability by flash point 

Ingnitability by flash point 

Ingnitability by flash point 

Ingnitability by flash point 

Analyte 

(Water) 

(Water) 

(Water) 

Ignitability by Flashpoint 

Ignitability by Flashpoint 

Exception 

Default Report (not modified) 

VERSION 6.08:2014 

.1-Flags used 

Result calculations based on MDL 

Special Units: (Degrees F) 

NF: No Flash 

Soil batched as Water 

NF: No Flash 

12.10,61 



Sample, Log and Extraction Comments 

cite' 	nin1,1n1 I 



Printed: 12/6/2011 3:29:33PM 

Environmental Protection Agency Region 5 

Chicago Regfional Laboratory 
536 South Clark Street, Chicago, IL 60605 

Phone:(312)353-8370 	Fax:(312)886-2591 

WORK ORDER 

1109008 
US EPA Region 5 Chicago Regional Laboratory 

Project Manager: Angela Ockrassa 
Project Number: 	[none] 

- 	- 

Client: RCRA, LCD, US EPA Region 5 
Project: Blue Island Phenols 

Report To:  
Mike Beedle 

RCRA, LCD, US EPA Region 5 
77 West Jackson Boulevard 

Chicago, IL 60604 
Phone: 3-7922 

Fax: (312)353-4342 

Oct-29-11 15:00 (45 day TAT) 

Robert Snyder 

Robert Snyder 

Date Due: 

Received By: 

Logged In By: 

Sep-13-11 15:11 

Sep-14-11 09:06 

Date Received: 

Date Logged in: 

Analysis Due TAT Expires 

1109008-01 BIP- 1 [Water] Sampled Sep-13-11 09:15 Central 

TCLP/ZHE VOLATILES Oct-29-11 12:00 45 Sep-27-11 09:15 

Metals ;  TCLP ICP (w/o Hg) Oct-29-11 12:00 45 Mar-11-12 09:15 

TCLP/ZHE Extraction Oct-29-11 12:00 45 Sep-27-11 09:15 

TCLP - SVOA by end-over-end rotator(Oct-29-11 12:00 45 Sep-20-11 09:15 

Metals full ICP (W) Oct-29-11 12:00 45 Mar-11-12 09:15 

TCLP Extraction Oct-29-11 12:00 45 Sep-27-11 09:15 

Hardness by calc Oct-29-11 12:00 45 Mar-11-12 09:15 

1109008-02 BIP-2 [Water] Sampled Sep -13-11 09:21 Central 

TCLP - SVOA by end-over-end rotator (Oct-29-11 12:00 45 Sep-20-11 09:21 

TCLP Extraction Oct-29-11 12:00 45 Sep-27-11 09:21 

Hardness by calc Oct-29-11 12:00 45 Mar-11-12 09:21 

TCLP/ZHE VOLATILES Oct-29-11 12:00 45 Sep-27-11 09:21 

Metals, TCLP 1CP (w/o Hg) Oct-29-11 12:00 45 Mar-11-12 09:21 

Metals full ICP (W) Oct-29-11 12:00 45 Mar-11-12 09:21 

TCLP/ZHE Extraction Oct-29-11 12:00 45 Sep-27-11 09:21 

Page 1 of 3 

Comments 

pH = 8, report non-TCLP analytes 

pH = 8, run only if total metals is high 

pH = 8 

pH = 8, report non-TCLP analytes 

pH = 8 

pH = 8 

pH = 8 

pH = 8, report non-TCLP analytes 

pH = 8 

pH = 8 

pH = 8, report non-TCLP analytes 

pH = 8, run only if total metals is high 

pH = 8 

pH = 8 

A 

Samples Received at: 

Sample tags/labels 

Seals Intact 

Received on ice 

Paperwork Included 

15.2°C 

Yes 
Yes 

Yes 
Yes 



WORK ORDER 
	

Printed: 12/6/2011 3:29:33PM 

1109008 
US EPA Region 5 Chicago Regional Laboratory 

Client: RCRA, LCD, US EPA Region 5 
	

Project Manager: Angela Ockrassa 
Project: Blue Island Phenols 

	
Project Number: 	[none] 

Analysis 
	

Due 
	

TAT 
	

Expires 
	

Comments 

1109008-03 BIP-3 [Water] Sampled Sep-13-11 09:29 Central 

TCLP Extraction Oct-29-11 12:00 45 Sep-27-11 09:29 

Metals, TCLP ICP (w/o Hg) Oct-29-11 12:00 45 Mar-11-12 09:29 

Metals full ICP (W) Oct-29-11 12:00 45 Mar-11-12 09:29 

TCLP/ZHE VOLATILES Oct-29-11 12:00 45 Sep-27-11 09:29 

TCLP 	SVOA by end-over-end rotator (Oct-29-11 12:00 45 Sep-20-11 09:29 

TCLP/ZHE Extraction Oct-29-11 12:00 45 Sep-27-11 09:29 

Hardness by calc Oct-29-11 12:00 45 Mar-11-12 09:29 

1109008-04 BIP-4 [Water] Sampled Sep -13-11 10:07 Central 

TCLP Extraction Oct-29-11 12:00 45 Sep-27-11 10:07 

TCLP/ZHE VOLATILES Oct-29-11 12:00 45 Sep-27-11 10:07 

TCLP - SVOA by end-over-end rotatorlOct-29-11 1200 45 Sep-20-11 10:07 

Metals, TCLP ICP (w/o Hg) Oct-29-11 12:00 45 Mar-11-12 10:07 

Metals full ICP (W) Oct-29-11 12:00 45 Mar-11-12 10:07 

TCLP/ZHE Extraction Oct-29-11 12:00 45 Sep-27-11 10:07 

1109008-05 BIP-5 [Water] Sampled Sep-13-11 10:18 Central 

Metals full ICP (W) 	 Oct-29-11 12:00 45 Mar-11-12 10:18 

TCLP/ZHE VOLATILES 	 Oct-29-11 12:00 45 Sep-27-11 10:18 

TCLP Extraction 	 Oct-29-11 12:00 45 Sep-27-11 10:18 

Metals, TCLP 1CP (w/o Hg) 	Oct-29-11 12:00 45 Mar-11-12 10:18 

TCLP - SVOA by end-over-end rotator (Oct-29-11 12:00 45 Sep-20-11 10:18 

TCLP/ZHE Extraction 	 Oct-29-11 12:00 45 Sep-27-11 10:18 

1109008-06 BIP-6 [Soil] Sampled Sep -13-11 10:28 Central 

SVOA Expanded List 	 Oct-29-11 12:00 45 Sep-27-11 10:28 

Total % Dry Solids 105C 	 Sep-23-11 12:00 10 Sep-20-11 10:28 

1109008-07 BIP-7 [Water] Sampled Sep-13-11 11:17 Central 

pH = 8 

pH = 8, report non-TCLP analytes 

pH = 8, report non-TCLP analytes 

pH = 8, run only if total metal§ is high 

pH = 8 

pH = 8, 

pH = 8 

pH = 8, report non-TCLP analytes 

pH = 8 

pH = 8, run only if total metals is high 

pH = 8, report non-TCLP analytes 

pH = 8 

pH = 8 

pH = 8, run only if total metals is high 

pH = 8 

pH = 8, report non-TCLP analytes 

pH = 8, report non-TCLP analytes 

pH = 8 

pH = 8 

pH = 8 

TCLP Extraction Oct-29-11 12:00 45 Sep-27-11 11:17 

Metals, TCLP ICP (w/o Hg) Oct-29-11 12:00 45 Mar-11-12 11:17 run only if total metals is high 

Ingnitability by flash point Oct-29-11 12:00 45 Sep-12-12 11:17 

TCLP/ZHE Extraction Oct-29-11 12:00 45 Sep-27-11 11:17 

TCLP/ZHE VOLATILES Oct-29-11 12:00 45 Sep-27-11 11:17 report non-TCLP analytes 

Metals full ICP (W) Oct-29-11 12:00 45 Mar-11-12 11:17 

TCLP - SVOA by end-over-end rotator ( Oct-29-11 12:00 45 Sep-20-11 11:17 report non-TCLP analytes 

Page 2 of3 



Client: RCRA, LCD, US EPA Region 5 
Project: Blue Island Phenols 

,..7)Lx■ 	 ..--11•CaC 	 - 	 ■ 

Project Manager: Angela Ockrassa 
Project Number: 	[none] 

• 	 7...1,,,,,,...,--1,71.11,1,1 1111.14.1,11EICI.61.1*19,7r ao 

WORK ORDER 
	

Printed: 12/6/2011 3:29:33PM 

1109008 
US EPA Region 5 Chicago Regional Laboratory 

Analysis 
	 Due 	 TAT 

	
Expires 
	

Comments 

1109008-08 BIP-7, 9008-07 aqueous phase [Water] Sampled Sep-13-11 11:17 
Central 

TCLP/ZHE Extraction 	 Oct-29-11 12:00 

TCLP - SVOA by end-over-end rotator (Oct-29-11 12:00 

45 

45 

Sep-27-11 11:17 

Sep-20-11 11:17 report non-TCLP analytes 

Metals full ICP (W) Oct-29-11 12:00 45 Mar-11-12 11:17 

TCLP Extraction Oct-29-11 12:00 45 Sep-27-11 11:17 

Ingnitability by flash point Oct-29-11 12:00 45 Sep-12-12 11:17 

Metals, TCLP ICP (w/o Hg) Oct-29-11 12:00 45 Mar-11-12 11:17 run only if total metals is high 

TCLP/ZHE VOLATILES Oct-29-11 12:00 45 Sep-27-11 11:17 

1109008-09 B1P-7, 9008-07 oil phase [Soil] Sampled Sep-I3-11 11:17 Central 

TCLP/ZHE VOLATILES 	 Oct-29-11 12:00 45 Sep-27-11 11:17 

Metals fall Icp (S) 	 Oct-29-11 12:00 45 Mar-11-12 11:17 

TCLP Extraction 	 Oct-29-11 12:00 45 Sep-27-11 11:17 

TCLP - SVOA by end-over-end rotatoriOct-29-11 12:00 45 Sep-27-11 11:17 

Metals, TCLP ICP (w/o Hg) 	Oct-29-11 12:00 45 Mar-11-12 11:17 run only if total metals is high 

Total % Dry Solids 105C 	 Oct-29-11 12:00 45 Sep-20-11 11:17 

Ingnitability by flash point 	Oct-29-11 12:00 45 Sep-12-12 11:17 

Analysis groups included in this work order 

Hardness b calc 

Mg ICP (W) 

 

Ca ICP (W) 
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Analytical and Inorganic Group Data Review Checklist 

Work order #: 	1109008. 	Project: 	Blue Island Phenols 

Analysis: 	Ignitability by flash point  CRL SOP: 	AIG048 Revision No: 2.1 

Analyst CHECK LIST Reviewer 

YES I. 	NO Package Overview YES NO 

Raw Data Package Complete? 

Results Reported Correctly? 

4 	. Special Requests Done? K 
4 Calculations Checked? ?C 

NA NA Calibration not Exceeded? NA NA 

NA NA Field QC Checked? NA NA 

Quality Control 

Holding Time Met? 

4 Preservation Correct? _ 
4 Initial Instrument Performance Checks .  Verified? X' 
.Ni Calibration Verification Checked? X 
-Ni Matrix QC Checked? 

4 QCS Checked (If Applicable)? 
)( . 

Final Check 

Technical Review Done? 

Ai Narrative Complete? )( 
Electronic Pathway: 
Not Applicable 

All concerns with this data package documented (by the reviewer) have been resolved to the satisfaction of 
the reviewer. The reviewer, by signing, verifies that this package is complete and supports the reported 
results in accordance with the CRL Quality Management Plan and applicable standard operating 
procedures (SOPs). 

Analyst: 	FPtil Data Reviewer: 

   

      

Date: 

 

Date: 

 

t2-11 la-oti 

 

     

Specific Gravity, Particle Size, and Flash Point Form - Version 2010 





Analysis: Ignitability by Flash Point 	Project: Blue Island Phenols 
Analyst: Francis A. Awanya 	Work Order# 1109008 Date: 11/29/2011 

ANALYSIS CASE NA TIVE 
Phone (312)886-3682 

General Information 

This revised narrative is for the transmittal of flash point analysis results repeated 
at higher temperatures The test was initially performed at a lower temperature resulting 
in no observed flash. This occurred because of the way 60 deg C and 140 deg F appeared 
in the standard operating procedure (SOP) used. Changes will be made so that deg F is 
used exclusively since it is the SOP test equipment temperature unit. 

One water sample, collected for the Project, and received at the Chicago 
Regional Laboratory on 09/13/2011. Upon receipt, the original sample was assigned 
laboratory number 1109008-07. The sample consists of an aqueous phase and oil phase. 
The aqueous phase was assigned laboratory number 1109008-08 and the oil phase was 
similarly assigned number 1109008-09. Flash point results are reported for each of the 
phase. Analysis performed on each phase was completed within the holding time. A 
flash was observed for the oily phase sample 1109008-09. No flash was observed for 
aqueous phase sample 1109008-08. Other perdnent information is provided in the final 
analysis report. 

Sample Analysis and Results 

The sample phases were analyzed for ipitability by flash point using CRL 
Standard Operating Procedure (CRL.SOP) AIG048 Revision No: 2.1 (Reference SW846 
Method 1020A). 

Quality Control 

All required quality control criteria for the laboratory, method, and system 
performance audits were evaluated and determined to be within the CRL's QC limits. 

Signature 	 , Date 	  
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Date:   i_103i201   Analyst:  rAii 

  

Sample ID:  SRM,  LIMS#9CIO'1e2  

Flash 
(Y/N) 

Pressure 
(mmHg) 

Temperature 
( °F) 

.3■••• 

41.=111.  

 

•••••■• 

 

 

-■••11. 

 

 

 

 

Temperature Flash 
( °F) 	(Y/N) 
	5 	 
'7 0 

Pressure 
(mmHg) 

'1 6 

Temperature 
( °F)   
i3a   

 

Flash 
(YIN) 

Pressure 
(mmHg) 

   

   

      

  

  

  

  

  

  

145 

 

Ors 

 

•■■••••• 

.11■••• 

	

Temperature 	Flash 
( °F) 	(Y/N) 
i 25  	 
12a 
i 2 17   

Pressure 
(mmHg) 
41., AMY. 

,■■■■■ • 

Flach Poht by A0G048 	Working Bench Sheet 	version 2 Reviewed 07/26/1 l by AO 

Work Order:  1- 0q00 0 1 0  
Bench Sheet:  	 1 	3 
ra'afr011e 110:  SRM, LIMS #  90i 0102 

Sample 11D:   liocioug-05 
Priliminary -   

Sample 11D:  	  

Finite Flash Point - 

'De.51r414- ,t_ezr, E (J 5  e-d- 
Pg of 



"  "  Denrak 512cLe-e- r)fif usul. 
Pg 

Date:   iiioliZoll 	Analyst:   r A 

Sample ID:  B ii 0023— bLiP2  
Finite Flash Point - 

Sample El:   10900   
Finite  Flash Point  - 

Flashpoint by A1G048 
Continuation from previous page 

Sample ID:  	  

Priliminary 
Pressure 
(mmHg) 

Tern perature 
( °F) 

Flash 
(YIN) 

N 	/ 

 ID: 
Priliminary -   
Temperature 

( °F)   
Pressure 
(mmHg) 

Flash 
(Y/N) 

ano. .10•111 

4  -5 

•■•••■■ 

Va. 

Temperature 
( °F)   

1 2 ci  

3 9  
40 

Pressure 
(mmHg) 

Tern perature 
( °F) 

129  
i  

Pressure 
(mmHg) 

Flash 
(Y/N) 

i  
130 
13  

y_ 



Analyst:  r-=. Date:   i1103/2011  Flashpoint by AIG048 
Continuation from previous page 

Sample ID:  1511C0  23-  Du  e 
Finite Flash Point - 

Sample ID:  	  

Finite Flash Point - 

Pg  3  of  3 
berlote-SSF 	rtoi-  LA 54 

Sample ID: 
Priliminary - 

Sample ID: 
Priliminary 
Temperature 

( °F) 
Flash 
(YIN)/ 

/ Pressure 
(mmHg) 

2_0 

Pressure 
(mmHg) 

Temperature 
( °F) 

Flash 
(Y/N) 

"35 
140 
14S  

1\1 
..••••• 

■■•• 

Fl4h 
(YIN) 

Pressure 
(mmHg) 

Temperature 
( °F) 

F4-0. si "o312. 0   

OS Zoil 

Temperature 
( °F) 

FlasV 
(WO) 

Pressure 
(mmHg) 



Date: Analyst: Flashpoint by AlGO48 
Continuation from previous page 

Sarruple lD: 

/  SamplelrD:  	  

Priliminary 
Sample llD: 
Finite Flash Point 

Pg of 

Temperature 
( °F) 

Flash 
(YIN) 

Pressure 
(mmHg) 

/ 

	Alc  1-   r 

fq.  . :  ,4  q' led 

■ 

I 

Temperature 
( °F) 

Flash 	Pressure 
(YIN) 	(mrnHg)_ 

Ternperature 
( °F) 

Flash 	Pressure 
(Y/NI) 	(mmHg) 

Sample 110:  	  

Finite Flash Point -  
Ternperature 	Flash 

( °F) 	 (YIN) 
Pressure 
	(mmHg)  



) 
14 ?e, 

UNITED STATES ENVIRONMENTAL PROTECTION AGENCY 

REGION 5 CHICAGO REGIONAL LABORATORY 

536 SOUTH CLARK STREET 

CHICAGO, ILLINOIS 60605 

Date: 	10/28/2011 

Subject: 	Review of Region 5 Data for Blue Island Phenols 

From: 	Francis Awanya, Group Lead FA-  ft- 
Region 5 Chicago Regional Laboratory 

To: 
	

RCRA, LCD, US EPA Region 5 
77 West Jackson Boulevard 
Chicago, IL 60604 

The data being transmitted under this cover memo successfully passed CRL's internal data review procedures as documented in 
our current Quality Management Plan (QMP) and appropriate Standard Operating Procedures (SOPs). Please be aware that CRL 
does not perform data validation which is based on your data quality objectives. This function must be performed independently of 
the laboratory generating the data. 

Results in this report represent only the samples analyzed. 

Please have the U.S. EPA Project Manager/Officer call the CRL Sample Coordinator at (312) 353-0375 for any comments or 
questions. 

Attached are Result for: Blue Island Phenols 

OCT 8 2p11 

Dat anagement Co%/  n;inator and Date Received 

OCT 2 8 2011 
Date Transmitted: 	/ 	/ 	 

Analyses included in this report: 
Ingnitability by flash point 

Page 1 of 4 
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Environmental Protection Agency Region 5 

Chicago Regional Laboratory 
536 South Clark Street, Chicago, IL 60605 

Phone:(312)353-8370 	Fax:(312)886-2591 

RCRA, LCD, US EPA Region 5 	 Project: Blue Island Phenols 

77 West Jackson Boulevard 	 Project Number: [none] 	 Reported: 

Chicago IL, 60604 	 Project Manager: Mike Beedle 	 Oct-28-11 11:25 

ANALYSIS CASE NARRATIVE 
Phone (312)886-3682 

Francis A. Awanya 

General Information 

One water sample collected for the Project was received at the Chicago Regional Laboratory for ignitability 
by flash point analysis on 09/13/2011. Upon receipt, the original sample was assigned laboratory number 
1109008-07. The sample consists of an aqueous phase and oil phase. The aqueous phase was assigned laboratory 
number 1109008-08 and the oil phase was similarly assigned number 1109008-09 Flash point results are reported 
for each of the phase. Analysis performed on each phase was completed within the holding time. No flash was 
observed for either of the phases. Other pertinent information is provided in the final analysis report. 

Sample Analysis and Results 

The sample phases were analyzed for ignitability by flash point using CRL Standard Operating Procedure 
(CRL.SOP) AIG048 Revision No: 02 (Reference SW846 Method 1020A). 

Quality Control 

All required quality control criteria for the laboratory, method, and system performance audits were 
evaluated and determined to be within the CRL's QC limits. 

Signature  CAA-end:4 14 

 

, Date  0/242..on  
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Francis Awanya, Group Leader 



ANALYTICAL REPORT FOR SAMPLES 

Laboratory ID Matrix Date Sampled Date Received I 

1109008-08 

1109008-09 

Water 

Soil 

Sep-13-11 	11:17 

Sep-13-11 11:17 

Sep-13-11 	15:11 

Sep-I3-11 	15:11 

I Sample ID 

BIP-7, 9008-07 aqueous phase 

BIP-7, 9008-07 oil phase 

Environmental Protection Agency Region 5 

Chicago Regional Laboratory 
536 South Clark Street, Chicago, IL 60605 

Phone:(312)353-8370 	Fax:(312)886-2591 

RCRA, LCD, US EPA Region 5 
	

Project: Blue Island Phenols 
77 West Jackson Boulevard 

	
Project Number: [none] 
	

Reported: 

Chicago IL, 60604 
	

Project Manager: Mike Beedle 	 Oct-28-11 11:25 

Ignitability, Flash Point, EPA 1020A (modified) 

US EPA Region 5 Chicago Regional Laboratory 
BIP-7, 9008-07 aqueous phase (1109008-08) Water Sampled: Sep-13-11 11:17 Received: Sep-13-11 15:11 

Flags / 
Analyte 
	

Result 	Qualifiers 	MDL 	Limit 	Units 	Dilution Batch 	Prepared Analyzed 

Ignitability by Flashpoint 
	

NF 
	

1.00 
	

1.00 
	

Degrees F 
	

1 	B110023 Oct-27-1 I Oct-27-11 

BIP -7, 9008 -07 oil phase (1109008 -09) Soil Sampled: Sep -13 -11 11:17 Received: Sep -13 -11 15:11 

Flags / 
Analyte 
	

Result 	Qualifiers 	MDL 	Limit 	Units 	Dilution Batch 	Prepared Analyzed 

Ignitability by Flashpoint 
	

NF 
	

1.00 
	

1.00 
	

Degrees F 
	

1 	B I 10023 Oct-27-11 Oct-27-11 

PH- 0.124(zot) 
Page 3 of 4 
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Franc s Awanya, Group Leader 



Environmental Protection Agency Region 5 

Chicago Regional Laboratory 
536 South Clark Street, Chicago, IL 60605 

Phone:(312)353-8370 	Fax:(312)886-2591 

RCRA, LCD, US EPA Region 5 	 Project: Blue Island Phenols 

77 West Jackson Boulevard 	 Project Number: [none] 	 Reported: 

Chicago IL, 60604 	 Project Manager: Mike Beedle 	 Oct-28-11 11:25 

Notes and Definitions 

NF 	No Flash 

Not Detected 

NR 	Not Reported 

Et 	101 -241 .2-1),  
Francis Awanya, Group Leader Page 4 of 4 

Report Name: 1109008 FINAL Oct 28 11 1125 



Items for Project Manager Review 

LabNumber 	Analysis 	 Analyte 
	

Exception 

1109008-08 

1109008-09 

1109008-09 

13110023 -DDP 1 

13110023-DUP2 

Ingnitability by flash point 

Ingnitability by flash point 

Ingnitability by flash point 

Ingnitability by flash point 

hignitability by flash point 

Ingnitability by flash point 

Ingnitability by flash point 

Ingnitability by flash point 

(Water) 

(Water) 

(Water) 

Ignitability by Flashpoint 

lgnitability by Flashpoint 

Ignitability by Flashpoint 

Ignitability by Flashpoint 

Default Report (not modified) 

VERSION 6.08:2014 

1-Flags used 

Result calculations based on MDL 

Special Units: (Degrees F) 

NF: No Flash 

Soil batched as Water 

NF: No Flash 

NF: No Flash 

NF: No Flash 

F tibit 



Sample, Log and Extraction Comments 



Analysis: Ignitability by Flash Point 	Project: Blue Island Phenols 
Analyst: Francis A. Awanya 	Work Order# 1109008 Date: 10/27/2011 

ANALYSIS CASE NARRATIVE 
Phone (312)886-3682 

General Information 

One water sample collected for the Project was received at the Chicago Regional 
Laboratory for ignitability by flash point analysis on 09/13/2011. Upon receipt, the 
original sample was assigned laboratory number 1109008-07. The sample consists of an 
aqueous phase and oil phase. The aqueous phase was assigned laboratory number 
1109008-08 and the oil phase was similarly assigned number 1109008-09. Flash point 
results are reported for each of the phase. Analysis performed on each phase was 
completed within the holding time. No flash was observed for either of the phases. Other 
pertinent information is provided in the final analysis report. 

Sample Analysis and Results 

The sample phases were analyzed for ignitability by flash point using CRL 
Standard Operating Procedure (CRL.SOP) AIG048 Revision No: 02 (Reference SW846 
Method 1020A). 

Quality Control 

All required quality control criteria for the laboratory, method, and system 
performance audits were evaluated and determined to be within the CRL's QC limits. 

Signature  Rte-f  

 

,Date  0211/21)ii  
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Flash Point by AIG048 	Working Bench Sheet 	version 2 Reviewed 07/26/11 by AO 

Work Order logeog  
Bench Sheet: Ell  C O 23 

Sample ID: SRM, LAMS 1, Clo Crloa  Sample ID: 	HMS 4901D i-1 ,oz  

Date:  ida'7112O  I I Analyst:  R d 4 

     

Flash 
(Y/N)  

Temperature 
( °F) 

Temperature 
( °F) 

Pressure 
(mmHg)  

Flash 
(Y/N) 

Pressure 
(mmHg) 

9  
Gej tiq 
90 

rl -  3 0 

13 
cl 

A Si. 2 
rig 
g 0 

) 

Sample ID:  i 	g - 0  7 (o  

Temperature 
( °F) 

ri:Z) 

1 Aits-eample ID:  I '300 	 ( 

Finite Flash Poin 
tly pinsc) 

Flash 
(YIN)  

Pressure 
(mmHg) 

5 
CC 

5 

S 
G  

Pg 1 of 



Flashpoint by AIG048 
Continuation from previous page 

012 7112,c 
Date -PA* 

F it19-  

Analyst.  

    

Sample ID: 8i lOO23u Pj 
Prilirninary - 

Sample ID:  I ociocc-0(Th Liatu 
Priliminary 	 r ,  A L 

Sample ID: 8lico23--Dopi  (C. ;i 
Finite Flash Point - 

Sample ID:  1 061 o oc - ri  (4. oas 1)as 
Finite Flash Point - 

Temperature 
	

Flash 
	

Pressure 
( °F) 
	

(Y/N) 
	

(mmHg)  

Go 

'1 0 

uts 

PH4c6 lb* 
€7C0g-C3 

lop( 

Flash 
(Y/N) 

Pressure 
(mmHg) 

Pressure 
(mmHg) 

Gr-3 
rI 2 

50 

Temperature 
( °F) 

Temperature 
	

Flash 
( °F) 
	

(Y/N) 

Al 
At 1,9  

Pg 2 of 



Sample ID: 
PrEliminary 

Flash 
(YIN)  

Pressure 
(mmHg) 

Temperature 
( °F) 

Sample ID: 	  
Pr:Urn:nary - 

Temperature 
( °F) 

Flash 
(YIN)  

Pressure 
(mmHg) 

Pressure 
(mmHg) 

50  

o il 	 

Temperature 
( °F) 

Flash 
(Y/N) 

rio 

Flashpoint by AIG048 	 Date:  I CI 21) 2-0 it Analyst:  ri  Fra 
Continuation from previous page 

Sample ID: 600023 - 4Duri(4%utfAks 02,1/2E) 
Finite Flash Point - 

figikle2TP rfr 
I 011Oof-d 

Sample ID: 	  
Finite Flash Point - 

Pg 3 of _ 



Flashpoint by AIG048 
	

Date: 	 Analyst: 
Continuation from previous page 

Sample ID:  
	 Sample ID: 	  

Priliminary - 	 Finite Flash Point - 
Temperature Flash 

	
Pressure 
	 Temperature 	Flash 

	
Pressure 

( °F) 
	

(Y/N) 
	

(mmHg) 
	

( °F) 
	

(Y/N) 
	

(mmHg) 

Sample ID: 	  
Priliminary - 

Sample ID: 	  
Finite Flash Point - 

	

Tern perature Flash 
	

Pressure 
	 Temperature 	Flash 

	
Pressure 

( °F) 
	

(Y/N) 
	

(mmHg) 
	

( °F) 
	

(Y/N) 
	

(mmHg) 

Pg 4 of 



Work order #: 	1109008 

Analysis: 
	

Ignitability by flash point 

Project: 

CRL SOP: 

Blue Island Phenols 

AIG048 Revision No: 02 

Analytical and Inorganic Group Data Review Checklist 

Analyst CHECK LIST Reviewer 

YES NO Package Overview YES NO 

-V Raw Data Package Complete? -7C  
-V Results Reported Correctly? K 
V Special Requests Done? 

-V Calculations Checked? 7' 
NA NA Calibration not Exceeded? NA NA 

NA NA Field QC Checked? NA NA 

Quality Control 

V Holding Time Met? 1/4( 
-V Preservation Correct? )C 
V Initial Instrument Performance Checks Verified? )( 
-V Calibration Verification Checked? 

)( 
-V Matrix QC Checked? S 

QCS Checked (If Applicable)? K 
Final Check 

Ai Technical Review Done? Ni 
-V Narrative Complete? 

ti<  
Electronic Pathway: 

Not Applicable 

All concerns with this data package documented (by the reviewer) have been resolved to the satisfaction of 
the reviewer. The reviewer, by signing, verifies that this package is complete and supports the reported 
results in accordance with the CRL Quality Management Plan and applicable standard operating 
procedures (SOPs). 

Analyst: 	Firit 	Data Reviewer: 

Date: 	 1012 41/2-Oli 	Date: 

   

 

t fr. -7 1,2. o ( 

 

  

Specific Gravity, Particle Size, and Flash Point Form - Version 2010 





Analysis: Ignitability by Flash Point 	Project: Blue Island Phenols 
Analyst: Francis A. Awanya 	Work Order# 1109008 Date: 10/27/2011 

ANALYSIS CASE NARRATIVE 
Phone (312)886-3682 

General Information 

One water sample collected for the Project was received at the Chicago Regional 
Laboratory for ignitability by flash point analysis on 09/13/2011. Upon receipt, the 
original sample was assigned laboratory number 1109008-07. The sample consists of an 
aqueous phase and oil phase. The aqueous phase was assigned laboratory number 
1109008-08 and the oil phase was similarly assigned number 1109008-09. Flash point 
results are reported for each of the phase. Analysis performed on each phase was 
completed within the holding time. No flash was observed for either of the phases. Other 
pertinent information is provided in the final analysis report. 

Sample Analysis and Results 

The sample phases were analyzed for ignitability by flash point using CRL 
Standard Operating Procedure (CRL.SOP) AIG048 Revision No: 02 (Reference SW846 
Method 1020A). 

Quality Control 

All required quality control criteria for the laboratory, method, and system 
performance audits were evaluated and determined to be within the CRL's QC limits. 

Signature 	 , Date 

Page 1 of 1 





Comments 

pH= 8, report non-TCLP analytes 

pH = 8, run only if total metals is high 

pH = 8, report non-TCLP analytes 

pfl = 8 

pl I = 8 

pH = 8 

pH 4, 8 

Environmental Protection Agency Region 5 

Chicago Regional Laboratory 
536 South Clark Street, Chicago, IL 60605 

Phone:(312)353-8370 	Fux:(312)886-2591 

 

 

WORK ORDER 

1109008 	j 
US EPA Region 5 Chicago Regional Laboratory 

Printed: 10/27/2011 2:04:42PM 

Client: RCRA, LCD, US EPA Region 5 
	

Project Manager: Angela Ockrassa 
Project: Blue Island Phenols 

	
Project Number: 	[none] 

Report To: 
Mike Beedle 
	

77 West Jackson Boulevard 
	

Phone: 3-7922 
RCRA, LCD, US EPA Region 5 

	
Chicago, IL 60604 
	

Fax: (3)2)353-4342 
aim( 	 

Date Due: 

Received By: 

Logged In By: 

       

Oct-29-1 15:00 (45 day TAT) 

Robert Snyder 

Robert Snyder 

Date Received: 

Date Logged In: 

Sep-13-11 15:11 

Sep-14-11 09:06 

 

Samples Received at: 

Sample tags/labels 

Seals Intact 

Received on ice 

Paperwork Included 

15.2CC 

Yes 
Yes 
Yes 
Yes 

  

Analysis Due TAT Expires 

1109008-01 	111P-1 [Water] Sampled Sep-13-11 09:15 Central 

TCLP/ZHE VOLATILES Oct-29-11 12:00 45 Sep-27-11 09:15 

Metals, TCLP ICP ( w/o HO Oct-29-11 12:00 45 Mar-II-12 09:15 

TCLP - SVOA by end-over-end rotator lOct-29-11 12:00 45 Sep-20-11 09:15 

TCLP/ZHE Extraction Oct-29-11 12:00 45 Sep-27-11 09:15 

Metals full ICP 1W) Oct-29-11 12:00 45 Mar-11-12 09:15 

TCLP Extraction Oct-29-11 12:00 45 Sep-27-11 09:15 

Hardness by calc Oct-29-11 12:00 45 Mar-I1-1209:15 

1109008-02 BIP-2 [Water] Sampled Sep - 13- 11 09:21 Central 

TCLP - S VOA by end-over-end rotator iOct-29-11 12:00 45 Sep-20-1 I 09:2 V 

TCLP Extraction Oct-29-11 12:00 45 Sep-27- II 09:21 

Hardness by cale Oct-29-11 12:00 45 Mar-I 1-12 09:21 

TCLP/ZHE VOLATILES Oct-29- 11 12:00 45 Sep-27-1I 09:2 i 

Metals, TCLP ICP (w/o Hg) Oct-29-11 12:00 45 Mar-11-12 09:21 

TCLP/ZHE Extraction Oct-29-11 12:00 45 Sep-27-1 I 09:21 

Metals full ICP (W) Oct-29-11 12:00 45 Mar-1 DI 2 09:21 

pH = 8, report uon-TCLP analytes 

pH = 8 

pH = 8 

pH = 8, report non-TCLP analytes 

pH = 8, run only if total rneials is high 

pH = 8 

pH = 8 

Page 1 of 3 





WORK ORDER 	 Printed: 10/27/2011 2:04:42PM 

1109008 

US EPA Region 5 Chicago Regional Laboratory 

Client: RCRA, LCD, US EPA Region 5 
	

Project Manager: Angela Ockrassa 

Project: Blue Island Phenols 
	

Project Number: 	[none] 

Analysis 	 Due 
	

TAT 	Expires 
	

Commen s 

1109008 -03 BIP-3 [Water! Sampled Sep - 13- 11 09:29 Central 

Metals full ICP (W) 
	

Oct-29-11 12:00 

TCLP - SVOA by end-over-end rotator I Oct-29-11 12:00 

Metals, TCLP ICP (w/o Hg) 	Oct-29-11 12:00 

TCLP/ZHE Extraction 
	

Oct-29-11 12:00 

TCLP Extraction 
	

Oct-29-11 12:00 

TCLP/ZHE VOLATILES 
	

Oct-29-11 12:00 

Hardness by cal c 
	

Oct-29-11 12:00 

45 	Mar-1 1-12 09:29 

45 	Sep-20- ft 1 09:29 

• Mar-I IT 2 09:29 

• Sep-27-11 09:29 

45 	Sep-27-11 09;29 

45 	Sep-27-11 09:29 

45 	Mar-11-12 09:29 

pH = 8 

pfl = 8, report non-TCLP analytes 

pH = 8, run only if total metals is high 

= 8 

pH = 8 

pH = 8, report non-TCLP analytes 

pH = 8 

1109008 -04 HIP -4 [Water] Sampled Sep - 13 - 11 10:07 Central 

TCLP Extraction 	 Oct-29-11 12.00 

TCLP - SVOA by end-over-end rotator ftOct-29-11 12:00 

Metals, TCLP ICE (w/o Hg) 	Oct-29-11 12:00 

TCLP/ZHE Extraction 
	

Oct-29-11 12:00 

TCLP/ZHE VOLATILES 
	

Oct-29-11 12:00 

Metals full 1CP (W) 
	

Oct-29-11 12:00 

45 	Sep-27-11 10:07 

Sep-20-11 10:07 

45 	Mar-I 1-12 10:07 

• Sep-27-11 10:07 

45 	Sep-27-11 10:07 

• Mar-11-12 10:07 

pH = 8 

pl-I = 8, report non-TCLP analytes 

pH = 8, nm onl y if 'total metals is high 

pH = 8, 

pH = 8, report non-TCLP analytes 

pH = 8 

1109008-05 RIP-5 [Waterl Sampled Sep - 13 - 1I 10:18 Central 

TCLP - S VOA by end-over-end rotator Oct-29-11 12:00 

Metals, TCLP ICP (w/o Hg ) 

TCLP Extraction 

TCLP/ZHE Extraction 

Metals full1CP (W) 

TCLP/ZHE VOLATILES 

Oct-29-11 12:00 

Oct-29-11 12:00 

Oct-29-11 12:00 

Oct-29-11 12:00 

Oct-29-11 12:00 

45 	Sep-20-11 10:18 

45 	Mar-11-12 10:18 

45 	Sep-27-11 10:18 

Sep-27-1I 10;18 

45 	Mar-II-12 10:18 

45 	Sep-27-11 10:18 

pH = 8, report non-TCLP analytes 

= 8, run only if total metals is high 

pH = 8 

pH = 8 

pH = 8 

pH = 8, report non-TCLP analytes 

1109008 -06 HIP -6 	Sampled Sep - 13 - 11 10:28 Central 

SVOA Expanded List 
	

Oct-29-11 12:00 
	

45 	Sep-27-11 10:28 	pH = 8 

Total % Dry Solids 105C 
	

Sep-23-1I 12:00 
	

10 	Sep-20-11 10:28 

1109008 -07 HIP -7 [Waled Sampled Sep- 13- 11 11:17 Central 

TCLP - SVOA by end-over-end rotatonOct-29-11 12:00 	45 	Sep-20-11 11:17 
	

report non-TCLP analytes 

Ingnitability by flash point 

Metals, TCLP ICP (w/o Hg) 

TCLP Extraction 

TCLP/ZHE VOLATILES 

Metals full ICP (AV) 

TCLP/Z1-1E Extraction 

Oct-29-11 12:00 

Oct-29-1.1 12:00 

Oct-29- It 12:00 

Oct-29-11 12:00 

Oct-29-11 12:00 

Oct-29-11 12:00 

45 	Sep-12-12 11;17 

45 	Mar-11- I 2 II 717 	run only if total metals is high 

45 	Sep-27-1I 11:17 

45 	Sep-27-11 1 1:17 	report non-TCEP analytes 

45 	Mar-11-12 11:17 

45 	Sep-27-11 11:17 

Page 2 of 3 





Client: RCRA, LCD, US EPA Region S 
	

Project Manager: Angela Oekrassa 
Project: Blue 'Island Phenols 

	
Project Number: 	blond 

Analysis 
	

Due 
	

TA 
	

Expires 
	

Comments 

1109008-08 BIP-7, 9008-07 aqueous phase [water] Sampled Sep-13-11 11:17 
Central 

TCLP/ZHE VOLKHLES 
	

Oct-29-11 12:00 

TCLP Extraction 
	

Oct-29-11 12:00 

Metals full ICP kW) 
	

Oct-29-11 12:00 

TCLP/ZHE Extraction 
	

Oct-29-11 12:00 

Ingnitability by flash point 
	

Oct-29-11 12:00 

Metals, TCLP ICP (w/o HO 	Oct-29-11 12:00 

TCLP - SVOA by end-over-end rotator I Oct-29-11 12:00 

45 	Sep-27- II 1 I 7 

45 	Sep-27-1I 11:17 

Mar-11-12 11:17 

45 	Sep-27-1 I 11:17 

45 	Sep-12-12 11:17 

45 	Mar-II-12 11:17 	run only if total metals is high 

45 	Sep-20- I 1 If: I 7 	report non-TCLP analytes 

WORK ORDER 
	

Printed: 10/27/2011 2:04:42PM 

1109008 —1 
US EPA Region 5 Chicago Regional Laboratory 

1109008-09 B11) -7, 9008 -07 oil phase lSoill Sampled Sep - 13 - I I 1 I:17 Central 

Total % Dry Solid:s 1.05C 	 Oct-29-1 I 12:00 	45 	Sep-20-11 11 :17 

TCLP - SVOA by end-over-end rotator (Oct-29-11 12:00 	45 	Sep-27-11 11:17 

TCLP/ZHE VOLATILES 	 Oct-29-11 12:00 	45 	Sep-27-11 14 :17 

Metals full ICP (S) 	 Oct-29-11 12:00 	45 	Mar-11-12 11:17 

Metals, TCLP ICE (w/o 1-1(g) 	Oct-29-11. 12:00 	45 	Mar-11-12 I 1:17 	run only if total metals is high 

TCLP Extraction 	 Oct-29-11 12:00 	45 	Sep-27-1I 11:17 

Ingnitability by flash point 	 Oct-29-11 12:00 	45 	Sep-1242 11:17 

Analysis groups included in this work order 

Hardness by cede  

Mg ICP (W) 	 Ca1CP (W) 

Reviewed By 	 Date 	 Page 3 of 3 
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